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Introduction
============

Previous studies have shown the usefulness of three-dimensional gait analysis (3DGA) for the evaluation of gait after stroke[@B0][@B1][@B2]. Studies with high-quality motion analysis systems have provided substantial insight into human gait patterns, not only of those of healthy subjects but also those due to various movement disorders such as stroke or cerebral palsy[@B3][@B4]. Understanding pathology, assessing patients prior to treatment for planning, or monitoring intervention effects could all be promoted with 3DGA[@B5]. Further, several recent studies have demonstrated the potential of 3DGA to provide a guide for rehabilitative training[@B6][@B7].

However, the use of 3DGA in daily clinical practice is still limited. One of the major issues is its time-consuming process. Marker sets commonly used in gait analysis[@B8][@B9][@B10] consist of more than 30 markers for whole-body measurement. These marker sets enable very precise estimation of limb and trunk movement. This contributes to accuracy of the analysis, which is usually done from the data of limited number of steps that could be captured by cameras placed around a walkway. However, this requires a time-consuming preparation and measurement processes, which impedes the use of 3DGA in daily clinical practice.

Another drawback to using 3DGA in a clinical setting is that it can be difficult to interpret the results provided[@B11]. The results of 3DGA are commonly shown in graphs depicting parameters such as joint angles and displacement of body parts. However, gait evaluation in the rehabilitation clinics not only involves evaluating the movement of body parts but also holistic movement patterns. The latter can only be understood by assessing the relationships between those parameters, and the difficulty involved in doing so makes clinicians less willing to use 3DGA.

To address these problems and facilitate the use of 3DGA in the rehabilitation clinic, we propose a simplified and intuitive measurement method for 3DGA. The measurement method consists of the following: (1) a simplified marker set with 12 markers; (2) measurement of patients on the treadmill; (3) an intuitive holistic figure of gait patterns; (4) abnormal gait pattern indices validated through clinical observation; and (5) visualization of the features of gait strategy. The protocol shown in this study follows the guidelines of Medical Ethics Committee of the institution.

Protocol
========

1. Preparation
--------------

NOTE: The measurement method proposed herein utilizes a simplified marker set consisting of twelve markers, as outlined below. The entire measurement process, including preparation, can be performed within 20 min. The feasibility of this protocol in real clinical settings has been verified in previous studies[@B12][@B13][@B14][@B15][@B16].

1.  Perform the calibration process according to manufacturer\'s protocol.

2.  Instruct patients to wear easy fit, skintight legwear, and place the colored markers on the patient, as outlined below. Place markers (30 mm in diameter) at the following points on the patient\'s body: both acromia, hips (at points one-third of the way from the greater trochanter of the femur along a line joining each anterior superior iliac spine with each greater trochanter), knees (on the midline of the anterior-posterior diameter of each lateral epicondyle of the femur), ankles (lateral malleoli), toes (fifth metatarsal heads), and iliac crests (at the position of each iliac crest on a vertical line passing through the hips).

2. Measurement
--------------

1.  Set the speed of treadmill and measure gait patterns. Instruct the patient to perform the 10 m walk test.Set a subjectively comfortable gait speed. Set the treadmill speed, starting at 70% of the over ground gait and gradually increasing the speed, to find the comfortable gait speed on the treadmill.Measure walking. For a single session it takes 20 s. If the different conditions (*e.g*. gait speed, orthosis *etc*.) need to be compared, perform several sessions. In that case, have patients rest for 1 minute between the sessions. NOTE: Although 3DGA systems with infrared cameras are commonly used in 3DGA research, a video-based simplified motion analysis system (sampling frequency: 60 Hz; *e.g.*, Kinematracer) is used in this protocol to shorten the calibration process.

3. Data Analysis
----------------

1.  **Time-distance Factors** NOTE: Time-distance parameters are common and basic parameters used in gait analysis studies. Events of foot initial contact and foot-off are determined automatically by the system based on toe and ankle marker trajectories. To avoid errors in step detection, have two experienced physical therapists verify the accuracy of timing and adjust it if there are errors in step timing.From these detected step timings, calculate the following:Calculate Cadence (steps/min) = 60 × 2 / SC (s)Calculate Stride length (m) = GS (m/s) × SC (s) + (The displacement of ankle marker from foot contact to foot contact of the same side)Calculate Step length (m) = GS (m/s) × (The time from foot contact of one side to foot contact of the other side) + (The average difference in the ankle position at foot contact of one side and the other side)Calculate Step width (m) = The average lateral distance between both ankle markers during double stance phaseCalculate Duration of double stance: The sum of double stance phase that appears twice during a gait cycle; the time between foot contact of one side and subsequent foot off on the other side.Calculate Duration of single stance: The average time between foot off and subsequent foot contact on the opposite side. NOTE: SC (Step cycle): The average time from heel contact of one side to heel contact of the same side. \*\*GS (Gait speed)

2.  **Lissajous Overview Picture (LOP)** NOTE: LOPs are designed as a figure consisting of marker joint trajectories on major joints with the aim of facilitating understanding rehabilitation patients\' holistic gait patterns[@B13] (see [Figure 1](#F1){ref-type="fig"}). Generate LOPs from trajectories at the coordinates of ten markers and the virtual center of gravity (COG) in the horizontal (x-y), sagittal (y-z), and coronal (z-x) planes (x: left/right, y: anterior/posterior, z: superior/inferior). Draw the LOP with the software or by constructing a scatterplot that covers the motion range of all the markers on a spreadsheet software. Calculate the virtual COG by hypothesizing each body segment to be as follows: trunk, 0.66; thigh, 0.1; lower thigh, 0.05; and foot, 0.02. Subsequently, calculate COG as the composition center of the segments.At each marker, extract raw data for the three components (x, y, and z) for each gait cycle, normalize these by gait cycle, and average the values. Set mean values of the x- and y-components of the virtual COG to 0 and use these as references for the x- and y-components of the markers.

3.  **Calculation of Abnormal Gait Index for Hemiparetic Gait** NOTE: Several common gait patterns are known to be features of hemiparetic gait after stroke. These include hip hiking, circumduction, and lateral shift of the trunk[@B17]. Indices for abnormal gait patterns have been developed to quantify the extent of these gait patterns[@B12][@B15][@B16]. To date, ten abnormal gait indices (hip hiking, circumduction, forefoot contact, retropulsion of the hip, excessive hip external rotation, excessive lateral shift of the trunk over the unaffected side, knee extensor thrust, flexed-knee gait, insufficient knee flexion during the swing phase and medial whip) have been reported. The formula for each index is shown in Table 1. Calculate the raw value of the indices according to the formulas. For example, calculate the raw value of the index for hip hiking as the difference between the maximum value of the z-coordinate of the hip joint marker during the swing phase and the concurrent z-coordinate of the contralateral hip joint marker, corrected for the mean left-right difference of the z-coordinate during the double support phase.Calculate the deviation score (t-score) based on measurement data of healthy subjects. Calculate the standardized score as follows: T = 50 + 10 × (X−µ) / δ (T: deviation score; X: individual data; µ: mean raw value of the healthy subjects; δ: standard deviation).

4.  **Analysis of Toe Clearance Strategy** NOTE: Strategies for toe clearance during swing vary greatly between healthy subjects and patients with lower limb paresis. In healthy subjects, toe clearance is achieved by limb shortening, with minimal movements of the pelvis or trunk. On the other hand, patients with paresis cannot shorten their limbs to the same extent. For these patients, the resulting compensatory strategies such as pelvic tilt or circumduction also affect toe clearance[@B18]. In this analysis, the height of toe clearance at mid-swing is divided into two parts: the vertical gain achieved by limb shortening and that gained by compensatory movements, which directly affect toe clearance. The components that comprise toe clearance (vertical component of limb shortening, pelvic obliquity, hip abduction, and vaulting) are calculated as outlined below. Calculate total toe clearance from the z-coordinate of the fifth metatarsal head as an index of toe clearance.Calculate the vertical component of limb shortening as the z-coordinate of the change in the distance between the hip and the fifth metatarsal head.Calculate the vertical component of compensatory movement by summing three subcomponents, as follows. Calculate the vertical component of pelvic obliquity as the difference in height (z-coordinate) of hip markers.Calculate the vertical component of hip abduction as the distance between the hip and the fifth metatarsal head and the abduction angles. This reflects the upward distance that the foot would have moved as a result of hip abduction if there had been no change in lower limb length.Calculate the vertical component of vaulting from the change in z-coordinate of the contralateral hip between mid-stance and mid-swing[@B19].

Representative Results
======================

The method presented herein is used to evaluate patients with gait disorders. The results of the analysis are presented in [Figure 2](#F2){ref-type="fig"}, [Figure 3](#F3){ref-type="fig"}, and [Figure 4](#F4){ref-type="fig"}. These figures show the results of the simplified 3DGA of a patient with hemiparesis and a healthy control. [Figure 2](#F2){ref-type="fig"} shows a representative LOP of a stroke patient\'s complete gait pattern. In this patient, typical gait patterns such as circumduction, hip elevation, and trunk lateral movement were observed. [Figure 3](#F3){ref-type="fig"} is a radar chart showing stroke patients\' abnormal gait index (deviation score). Standardized scores of circumduction and hip elevation were high, indicating that those movements in stroke patients were much greater than the standard of healthy subjects. Finally, [Figure 4](#F4){ref-type="fig"} is a graph depicting toe clearance strategies of a stroke patient and an age-matched healthy subject. In the healthy subject, toe clearance is usually achieved by limb shortening, whereas in the stroke patient, it is achieved mainly by compensatory movements such as pelvic obliquity and vaulting.

**Figure 1: Lissajous overview picture (LOP) consisting of three figures: (A)** sagittal plane, **(B)** coronal plane, and **(C)** horizontal plane. Each trajectory shows the averaged gait-cycle movements of joint markers and hypothesized center of gravity. [Please click here to view a larger version of this figure.](https://cloudflare.jove.com/files/ftp_upload/57063/57063fig1large.jpg)

**Figure 2: Lissajous overview picture (LOP) of a representative stroke patient: (A)** sagittal plane, **(B)** coronal plane, and **(C)** horizontal plane. Increased trunk movement (white arrow), hip hiking (black arrow), and circumduction (gray arrow) were observed from a holistic overview using LOP. [Please click here to view a larger version of this figure.](https://cloudflare.jove.com/files/ftp_upload/57063/57063fig2large.jpg)

**Figure 3: Radar chart of abnormal gait indices.** The average score of healthy subjects is set to 50. A high standard score represents high abnormality. [Please click here to view a larger version of this figure.](https://cloudflare.jove.com/files/ftp_upload/57063/57063fig3large.jpg)

**Figure 4: Graph showing toe clearance strategies in a stroke patient vs. a healthy subject.** Toe clearance is achieved solely by limb shortening in the healthy subject, whereas compensatory movements (hip hiking, hip abduction, and vaulting) also affect toe clearance in the stroke patient. [Please click here to view a larger version of this figure.](https://cloudflare.jove.com/files/ftp_upload/57063/57063fig4large.jpg)

  --------------------------------------------------------------- -----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  **Gait patterns**                                               **Formula**
  Hip hiking                                                      the difference between the maximum value of the Z coordinate of the hip joint marker during the swing phase and the Z coordinate of the contralateral hip joint marker at the same time, corrected for the mean left-right difference of the Z coordinate during the double support phase
  Circumduction                                                   the difference in distance between the lateral-most X coordinate of the ankle joint marker during 25 - 75 % of the swing phase and the medial-most X coordinate during 25 - 75 % of the stance phase
  Forefoot contact                                                the difference in distance between the Z coordinate of the ankle joint marker and the Z coordinate of the toe marker at initial contact, minus the difference in distance between the Z coordinates of the ankle joint marker and toe marker during standing
  Retropulsion of the hip                                         the average distance between the Y coordinate of the ankle joint and the Y coordinate of the hip joint in the single stance phase
  Excessive hip external rotation                                 the average distance between the X coordinate of the　ankle joint and the X coordinate of the toe in the swing phase
  Excessive lateral shift of the trunk over the unaffected side   the average distance between (1) the lateral most X coordinate of the midpoint between the bilateral acromions in the part of the double stance phase in which the affected leg is located behind the unaffected leg and the swing phase of affected leg  and (2) the average X coordinate of the midpoint between the bilateral ankle joints in the part of the double stance phase in which the affected leg is located behind the unaffected leg
  Knee extensor thrust                                            the difference between the maximum Y coordinate velocity of the knee in the single stance phase of the affected leg and the treadmill gait speed
  Flexed-knee gait                                                the maximum knee extension angle in the single stance phase of the affected leg
  Insufficient knee flexion during the swing phase                the maximum knee flexion angle in the swing phase compared to the angle of knee flexion for the healthy subjects
  Medial whip                                                     the distance between the lateral-most X coordinate of the ankle joint during 75 - 100 % of the stance phase and the medial-most X coordinate of the ankle joint during 25 - 75 % in the stance phase of the affected leg
                                                                  X, Y, and Z coordinate indicates lateromedial, anteroposteriol, and vertical, respectively
  --------------------------------------------------------------- -----------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

**Table 1: Formulas for abnormal gait patterns**

Discussion
==========

In the current report, a simplified 3DGA method was proposed. This system was designed to be used in daily practice and involves a simplified measurement method and clinician-friendly presentation of results.

Several previous reports have used 3DGA and a basic knowledge of human gait has been previously established[@B20]. 3DGA has the potential to contribute to rehabilitation clinics, for example, by improving the understanding of the pathology of gait disorders, for use in treatment planning, or in monitoring intervention effects. However, the use of 3DGA in rehabilitation clinics remains fairly low. There are several possible barriers to the use of 3DGA in clinical settings. The time required is likely a major obstacle, as research-based 3DGA usually requires considerable preparation time (*i.e*., for calibration of the system and mounting of the markers). Another issue is that results interpretation can be challenging. Gait disorders usually comprise several movement abnormalities, and understanding the various graphs resulting from analysis requires experience. In terms of clinical feasibility, analysis systems with simplified methods and intuitive data presentation would be helpful.

The considerable preparation time required to perform existing analysis methods is related to the pursuit of high measurement accuracy. However, the motion speed of patients with gait disorders is limited and in daily rehabilitation practice we may not require this level of accuracy. In the current method, the protocol is simplified and can be performed in a time period that should be short enough for feasibility in daily rehabilitation practice while maintaining the requirements for evaluating patients with movement disorders[@B12][@B14][@B15][@B16].

In the current method, the method of results presentation meets clinical requirements. In rehabilitation clinics, therapists generally begin by evaluating holistic gait patterns. The LOP is designed to help clinicians evaluate holistic gait patterns intuitively using a representative depiction (*i.e*., a figure) in which marker trajectories are placed according to actual positional relationships. The development of abnormal gait indices used herein was also based on clinical experience. Indices were developed to quantify the extent of clinically common abnormal gait patterns observed in stroke patients, and the concurrent validities of all indices have been confirmed via clinical observation by physical therapists[@B12][@B14][@B15].

In addition to being an objective evaluation method that reflects clinical experience, the proposed method will ideally contribute to the development of new rehabilitation strategies. The analysis of toe clearance strategies goes beyond conventional clinical evaluation and has the potential to contribute to the planning of targeted rehabilitation treatments. In the proposed method and analysis, clinicians are presented with two targets for rehabilitation; the extent of toe clearance and the extent of compensation to achieve it. In itself, increasing toe clearance is important for safe walking; however, reducing compensation may also improve walking efficiency[@B21]. In the current method, clinicians would have access to both sets of information as indices of safe walking and walking efficiency, which may contribute to developing targeted rehabilitation strategies to improve the safety and efficiency of walking in rehabilitation patients.

Given the abovementioned qualities, this measurement and analysis method could facilitate the use of 3DGA in the rehabilitation clinic by providing an objective method with which to evaluate gait patterns in rehabilitation patients. Moreover, it could enable more accurate estimation of the effect of intervention than of ordinary scales used in the clinic, which could contribute to further improvement of intervention quality in the rehabilitation field.

This study was not without limitations. Considering the reduced number of markers and relatively low sampling rate, the accuracy of measurement in this system may be limited compared to existing systems. This may be a critical consideration when analyzing quick movements such as those of sports professionals. In particular, when evaluating joint angles or joint movements, the simplified marker set used in this method may be insufficient to accurately estimate joint positions. Accordingly, the analysis which emphasizes on the joint movement, such as the analysis for planning cerebral palsy surgery, could also be limited with this simplified system. Although the system was validated by the clinical evaluation, the psychometric properties of this method have not yet been defined in comparison with the gold standard method. The technical limitations should be further confirmed in future studies.

However, in patients with gait disorders, motion speed is limited and differences in performance are evident when compared with healthy subjects. Therefore, in daily practice, we may not require the level of accuracy provided by existing methods. Further, in this method, results are presented as an averaged gait pattern for a 20 s measurement period, which is longer than that of most conventional methods of measuring overground gait. This feature could enhance the accuracy and reliability of measurement.

To conclude, in this study, a simplified and intuitive 3DGA method was introduced. To facilitate the use of 3DGA in improving the quality of rehabilitation clinics, a clinically feasible measurement method should be developed. The clinician-friendly method introduced here may encourage further development of clinically feasible measurement models and the implementation of 3DGA in daily rehabilitation clinics.
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